Figure 6: Rapid reading software by CapsoVision. (a) The CapsoCam Plus System uses four lateral cameras to capture full 360° panoramic 
view of the small bowel mucosa. The high-resolution images are reviewed on the CapsoView 3.6 diagnostic interface that has several 
features, such as multiple viewing modes, playback adjustments, easy archiving, Red Detection system, suggested landmarks, and 
report generation. (b) Examples of image streams of the small bowel mucosa captured by the CapsoCam Plus and reviewed by the 
CapsoView 

36 diagnostic interface. The images were reproduced with permission from CapsoVision. 
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